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Abstract. Precision levelling is one of the most common geodetic measuring operations. The most modern geodetic 
instruments are quite sophisticated digital instruments that are supplied with photoelectric sensor arrays and optical–
electronic cameras that fix the height values of terrain according to the position of the levelling meter that is placed 
on it. The marks on the levelling meters are also modified and consist of coded strokes put on the meter’s surface in a 
specific order. The accuracy of the performance of all measuring equipment depends mostly on the accuracy of the 
position of those strokes. This paper deals with an analysis of an accuracy calibration of levelling meters, its methods 
and means of evaluation.   
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1. Introduction  
 
The operation of levelling instruments is based on 
the digital processing of an image of the coded meter. 
Every company producing levelling instruments has 
developed its own codes and methods of processing: 
correlation (Leica Wild NA2000/2002/3000/3003 
systems), geometric method (Zeiss DiNi 10/20 systems), 
and phase method (Topcon DL – 101/102 systems) [1–4].  
At the beginning of measurement, a visual pointing 
of the instrument onto the surface of the levelling meter is 
performed. After that, the instrument automatically points 
the focus of its optical system on the surface of the meter 
and then a rough correlation calculation is performed 
followed by the precise correlation. About 50 000 
correlation calculations are performed for full parameter 
determinations. According to data received in the 
processor of the instrument, an exact distance from the 
axes of the instrument to the surface of the level meter is 
calculated. According to the information received by 
decoding it from the photoelectric matrix, the height of 
the level placing is calculated in the processor. During 
this operation the coded view of the meter is compared 
with that saved in the instrument memory. A true meter’s 
height position is determined according to the shift of the 
image in the photoelectric sensor (pixels) matrix.      
A 30 cm part of the meter is enough for the 
determination of the height and distance in the DiNi 
10/20 system. The levelling meter is divided into strokes 
of 2 cm length; while other systems use 3 cm length 
strokes. A phase shift is ensured between the two types of 
strokes along the full length of the meter. The third type 
of strokes is used for giving additional frequency 
information, and all these systems are used for the 
determining of the height and the distance. Processing of 
information is quite complicated in various levelling 
systems. For example, in Leica systems the code bars 
(strokes) are put on the full length – 4,050 mm of the 
meter. The bar code has 2,000 elements, each with a 
width of 2,025 mm. It is evident that the production of 
such a meter is quite complicated; its accuracy mostly 
depends on the errors of placement of the coded bars. The 
matrix of the photodiodes (pixels) has 256 elements that 
are placed with the pitch of 25 μm from each other. 
Accuracy of the placement of these cells also influences 
the overall accuracy of the instrument’s performance.  
Accuracy of the calibration of placement of the 
coded bars on the surface of meters is analysed in this 
paper.  
 
2. Accuracy calibration of the meters 
 
All coded meters can be calibrated by 
interferometric comparators. Usually, it is enough to 
measure every stroke (or bar) of 2,025 mm width at the 
determined pitch. The gaps between the bars are at 
distances in times of 2,025 mm. Vertical comparators are 
mostly used for this purpose. By applying horizontal 
comparators the thermal expansion coefficients and 
thermal resistance of a meter are investigated. The meters 
are calibrated at 0, 10, 20, 30 and 40 0C. 
The comparators partly repeat the operations of 
levelling. Some of the height levelling can be used for 
measurement or calibration of precision levelling meters. 
Usually the vertical position of the calibration is used for 
keeping the same position as it is during the work 
operations. Nevertheless, there are variants of calibration 
in the horizontal position, as it saves the height of the 
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calibration laboratory and makes an operation easier. The 
vertical comparators are arranged at Graz University of 
Technology (Austria), at the Institute of Geodesy 
(Finland), and Munich Bundeswehr University 
(Germany). The horizontal structure of the comparator is 
applied at ETH University in Zurich. The main technical 
features of the comparators are given in Table 1.  
 
Table 1. Principal structure of comparators  
 
Placement Standard used  Moving part 
Vertical Etalon meter  Calibrated meter  
Horizontal Laser interferometer Carriage with CCD 
camera 
 Photogrammetric view 
of standard meter  
Carriage with CCD 
camera and reflec-
ting mirror 
  Without mutual 
movement  
 
The main operational principle of the comparator is 
as follows: the meter to be calibrated is lifted by means of 
the step motor and special lifting arrangements. The 
position of the meter is read by the laser interferometer 
and the edges of the meter‘s bars are fixed by the CCD 
camera. An automatic climate control system registers an 
ambient temperature, pressure, and humidity, as the 
length of the meter and laser light propagation parameters 
must be corrected in accordance with environmental 
parameters. All this system is controlled by the PC.  
Vertical and horizontal comparators consist of 
complicated maintenance and construction, they are quite 
expensive and large in size. The laboratory room must be 
high for the vertical comparator and long – for the 
horizontal comparator. Besides, an expensive measuring 
equipment is used – the laser interferometer.  
 
3. Photogrammetric calibrations  
 
The principles of photogrammetry can be used for 
comparing the views of the standard and meter to be 
calibrated. The correlation factor determination can be 
used successfully as well, as in the case of a Digital 
levelling operation. The standard view is saved in the PC 
memory, and the view of the tested meter must be 
extracted from the CCD camera. All measurements are 
performed on the PC screen by an analysing gap covering 
both images (Figs 1, 2).  
At first, adjustments of the meters’ views in the 
direction of x and y axes must be taken. As it is seen in 
Fig 1, a bad image projection causes the faults in the 
images, a non-horizontal alignment - in the cosine error 
to be present at the misalignment angle ϑ. It is evident 
that the true length h of the image will differ from the 
misaligned length l as ( ).cos1 ϑ−=Δ lll  
There is an opportunity to shift the meters along 
each other on the computer screen. The CCD camera is 
supplied by the analysing window for selecting the part of 
the meters that are chosen for the comparison between 
themselves [5–9]. The analysing window is shifted along 
the length of the meters or moved by steps at least three 
times – at the beginning, in the middle and at the end of 
metering. In this case, it is easier to apply a computer 
zooming process for the part to be compared (Fig 1).  
Preliminary readings from the calibrated meter are 
shown in Table 2. They are taken by the standard 
software AutoCad. They are shown only as an example 
without any statistical processing. According to the 
example, it can be stated that the accuracy of 
measurement by using this method can reach tens of 
microns on average. 
 
 
Fig 1. General view of photogrametric calibration of levelling meters: 1 – standard meter, 2 – meter to be calibrated, 3 – linear and 































1 0,5 0,59 0,6 0,63 0,7 0.73 
2  0,54  0,60  0,69 
3  0,49  0,55  0,65 
4  0,49  0,55  0,69 
5    0,59  0,73 
 
An accurate comparison of the meters can be 
accomplished by applying the correlation method. A 
better case to apply this, is a comparison of the same type 
of meters, for example, both coded meters by the same 
producer. The signals from the photoelectric sensors 
(pixels) are output to the PC making an array of 
numerical values from both meters at the same position. 
This coincides with the known area-based method 
described in [10]. The difference is only the aim of its 
application. In our case, it is the comparison of the 
position of the edges of the bars on the tested meter. The 
processing of the images is completed in the same way as 
in the method above. Smaller subarrays from both arrays 
are taken and the correlation factor is calculated by the 
formula [10]: 
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r – correlation coefficient; m and n – numbers of rows 
and columns; Aij – digital number from subarray A in the 
row i and in the column j; A  – average of all digital 
numbers in subarray A, and B  – average of all digital 
numbers in subarray B.  i = 0, 1, 2, 3,…, m;  j = 0, 1, 2, 
3,…, n.  
 
 
Fig 2. Array of photosensors and bars of meter on it: 1 – coded 
bars of meter, 2 – array of CCD sensors, 3 – analysing window 
 
It is evident that a total array of numbers 
representing the position of the bars on the surface of the 
levels will be received from the array of sensors of the 
CCD camera, converting voltage output into the digital 
form. General diagram of photosensors (pixels) with the 
view of the coded bar of levelling meter and the 



















Fig 3. Digital output from search array of photosensors and 
analyzing window for subarrays selection  
 
A digital output from the photosensors presented in 
the form of matrixes A and B, from the view of etalon 
meter and calibrated meter respectively, are shown in 
Fig 3.  
The correlation coefficient is calculated from the 
subarrays that are selected by the analysing window. The 
error of the displacement (differences between the 
positions of bars on the meters) is determined by the local 
correlation coefficient. Such operations are performed as 
follows:  
• Preliminary correlation coefficient calculation at 
the beginning, middle and the end part of the 
meters using the formula (1); 
• Shift of the subarray B at the predetermined pitch 
∆t and repeating an operation as described above; 
• Repeating the first two operations in the 
investigation region ± k∆t, where k = 1, 2, 3, ... 
covering the zone of expected error of the 
meter‘s bars placement; 
• Statistical processing of the results of correlation 
coefficient calculations determining the position 
in the discrete numbers of pitches ∆t in the length 
x of the meter.     
A more exact evaluation of the bar edges can be 
performed by the feature-based digital image assessment 
technique. In case of a blurred image of the meters, 
additional statistical means must be taken for determining 
the position of the bars. The values of the 
photogrammetric points of the image are assessed by 























































































xy   (2) 
 
Both coordinates x and y are needed for better 
determining the position of the bar’s points (Fig 1). 
Linear regression equation xy β+α=  can be used for 
this as well, where 
dy
dx
=β  is the slope of the line, and 
parameter α  is a constant at value .0=x  The same can 












Accordingly, the sample correlation coefficient can 









.    (3) 
 
Such calculations, as presented in [10], would be 
easier for determining the points on the meter‘s bar 
edges, and their systematic error will be found by 
changing the pitch ∆t of a subarray sample selection. 
By using the analysing window on the search array 
of digital numbers, its position must be changed by steps 
at the chosen pitch ∆t. Therefore, maximal value of 
correlation coefficients will be determined at some values 
i∆t of the meter’s length, different from those on the 
standard meter. This difference will be equal to the 
systematic error of the bars position along the whole 




Preliminary experiments show a possibility to 
perform the calibration of levelling meters by 
photogrammetric methods of its comparison. Digital 
output array processing by an analysing window is to be 
used. An area based comparison method applied for 
general purpose photogrammetry can be introduced for 
calculating the correlation coefficients at the shift of the 
images to each other by the discrete pitch that show the 
difference between the positions of meter’s bar edges 
where maximal values of the correlation coefficient exist. 
The systematic error of the meter under the calibration is 
determined by the values of position where these 
maximal values are found along the total length of the 
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